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The post-implantation dosimetry for brachytherapy using Monte Carlo calculation by EGS5 code combined 
with the source strength regression was investigated with respect to its validity. In this method, the source 
strength for the EGS5 calculation was adjusted with the regression, so that the calculation would reproduce the 
dose monitored with the glass rod dosimeters (GRDs) on a water phantom. The experiments were performed, 
simulating the case where one of two 125 I sources of Oncoseed 6711 was lacking strength by 4^48%. As a 
result, the calculation without regression was in agreement with the GRD measurement within 26-62%. In 
this case, the shortage in strength of a source was neglected. By the regression, in order to reflect the strength 
shortage, the agreement was improved up to 17-24%. This agreement was also comparable with accuracy of 
the dose calculation for single source geometry reported previously. These results suggest the validity of the 
dosimetry method proposed in this study. 
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INTRODUCTION 

Brachytherapy has the advantage that the delivered dose can 
be controlled at intended positions directly by setting the 
position and strength of the source properly. Its dosimetry is 
performed with the American Association of Physicists in 
Medicine Task Group No. 43 Updated Protocol (AAPM- 
TG43U1) and its subsequent updates [1, 2]. In utilizing the 
TG43U1 formalism, accurate evaluation of the position and 
strength of the source is essential [3-5]. 

In interstitial low dose rate brachytherapy treatments, the 
sources generally move in the patient body after the implant- 
ation, due to the organ swelling, etc. After the movement, the 
source position is generally estimated using e.g. computed 
tomography. [6]. On the other hand, the source strength 
might have deviation from its nominal value. Thus, AAPM 



Task Group Reports 56 and 64 recommend that users 
measure the strength of 10% or more of the sources [7, 8]. In 
this protocol, 90% of the sources at most are utilized in treat- 
ments without measurement. This is due to the time- 
consuming task of measuring as many as tens to a hundred 
sources. Also, even if all the sources are successfully mea- 
sured before the implantation, the possibility of human mis- 
takes, such as accidental replacement of sources with those 
having incorrect strength, cannot be eliminated and its influ- 
ence cannot be corrected in the treatment. 

This study aims at developing a new post-implantation 
dosimetry option, where the source strength to be used for 
the dosimetry is adjusted by means of the regression, so that 
the calculated dose prediction will be reproduced by the ex- 
perimental dose monitored after the implantation. This 
serves the purpose of an additional quality assurance (QA) 
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activity to improve the dosimetry accuracy by considering 
the potential difference of the source strength from that in 
the treatment plan. This paper describes the validity of this 
methodology in a preliminary fashion. 

MATERIALS AND METHODS 

The validity of the proposed methodology was tested by in- 
vestigating its accuracy in estimating the dose distribution in 
a phantom having two internal sources. The difference of the 
strengths between the two sources was varied, in order to 
simulate the conditions in which one of the sources has a 
lower strength than that in the treatment plan. The regression 
was investigated as to its efficacy, i.e. how much the accuracy 
of the calculation was improved by the regression. 

The source utilized was the 125 I seed (GE Healthcare 
Corporation, Oncoseed No. 671 1). Its air kerma strength was 
measured with a well-type ionization chamber (Standard 
Imaging, Inc. HDR1000 Plus) to be 0.029-0.253 U. The 
dosimeters used were radiophotoluminescent glass rod dosi- 
meters (GRDs) (Asahi Techno Glass Corporation, 
GD-302M), which were 1.5 mm in diameter and 12 mm in 
length. The phantom (Fig. 1) was a cylinder made of 2-mm 
thick polymethyl-methacrylate (PMMA) with a diameter of 
18 cm and a length of 16 cm. The sources and GRDs were 
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Fig. 1. Geometry for measurement and calculation (a) overview, 
(b) cross sectional view. 



held in or on the phantom. The sources and GRDs in the 
phantom were located on the 'GRD supporting plate' made 
of 2-mm thick PMMA set along the phantom centerline, as 
shown in Fig. 1 . 

Two sources were set 1.5 cm away from the center of the 
phantom (r=1.5cm), at locations 0 = 90° (#1) and 270° 
(#2). The GRDs for regression were set on the phantom 
surface along the dashed line in Fig. la with </> = 0, 45, 90, 
135, 180, 225, 270 and 315°, and three GRDs were placed 
side by side at each specified angle of <p. As each GRD was 
set in a plastic casing of 2.8 mm in diameter, the neighboring 
GRDs have an angle difference of 0.9°. The average of the 
doses measured with three GRDs at <f> - 0.9°, (f>,(f> + 0.9° was 
used as the dose at </>. The direction <j> = 0° corresponds to 
6 = 90°. On the other hand, for the purpose of estimating the 
accuracy of the calculated doses, the GRDs were also placed 
in the phantom at the locations (/ = 2, 4 and 6 cm, 0=0 and 
180°) and (r = 4, 6 and 8 cm, 9 = 45, 135, 225 and 315°). In 
this case there was one GRD at each position. 

The irradiation period was ~ 24 h. The obtained result was 
the absorbed dose to glass. It was then converted to the 
absorbed dose to water, using the mass energy-absorption 
coefficient [9]. The details of the analysis and calibration are 
described previously [10]. 

The absorbed dose to water in/on the phantom was also 
calculated with the Monte Carlo (MC) code 'EGS5' [11], 
using the 125 I source structure detailed by Kennedy et al. 
[12]. The obtained result was also the absorbed dose to glass, 
which was then converted to the absorbed dose to water, 
using the mass energy-absorption coefficient. Also, the 
calculated result was originally the dose per one photon 
emission. This was at first converted to the dose for the unit 
'actual activity' using the photon emission rate of 1.5951 
(photon/disintegration), then to the dose for the unit 'appar- 
ent activity' using the normalization factor of 1.8 obtained 
previously [10], and finally to the dose for the unit air 
kerma strength using the conversion factor of 1 .27 (U/mCi) 
[13]. Here, the symbol U denotes the unit combination 
uGym 2 h _1 , as defined in TG43U1 [1]. This calculation 
method was previously detailed in and validated in usage for 
the geometry lacking the equilibrium radiation scatter condi- 
tions in brachy therapy [10]. This method is also applicable 
to the interseed attenuation [14, 15] caused by other 
implanted sources, while TG43U1 is not applicable to these 
usages [10]. 

At first, the absorbed dose at the GRD positions was esti- 
mated using the aforementioned MC calculation for each of 
two sources having the unit air kerma strength. In this case, 
the calculation geometry included both of two source struc- 
tures in order to consider interseed attenuation, however only 
one of them was assumed to emit radiations. Following this, 
in order for the MC calculation to reproduce the values mea- 
sured with the GRDs placed on the phantom surface the 
source strength was determined with the regression. Finally, 
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using the determined value as the source strength for the MC 
calculation, the dose distribution in the phantom was calcu- 
lated. The result was compared with the values measured 
with the GRDs for estimating the accuracy; thus the efficacy 
of regression was investigated. 

In regression, the dose measured with the GRDs, 
D exp (Gy), was fitted with a function corresponding to the 
linear combination of the calculated dose for source with the 
unit air kerma strength, Z), ra/ (Gy/U), delivered by each of 
the sources at positions #1 and #2 given by: 



a\D] 



(I) 



Here, a, are the fitting parameters for each source. The para- 
meters a f also indicate the air kerma strengths (U) of the 
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Fig. 2. Dose distribution on phantom surface for Test 1. 
Calculated data for the sources at positions #1 and #2 are the values 
when one of the sources has the strength of 0.1 U and the other 
has 0 U. 



sources in calculation where the MC dose reproduces the 
measured dose. This function, which consists of linear com- 
bination of the calculated dose (Gy/U) and the source 
strength (U), is similar to that used in the treatment planning 
based on the TG43U1 formalism [1]. 

RESULTS 

In order to explain the data processing, the absorbed dose at 
GRD positions on the phantom surface is shown in Fig. 2 for 
'Test 1'. The calculated values for the sources at positions #1 
and #2 are the absorbed dose normalized to the air kerma 
strength of 0.1 U to show the difference clearly. These dose 
distributions were fitted to the result of the GRD measurement 
to obtain the fitting parameters a, in the equation (1). The dose 
distribution for estimated a, is also shown in Fig. 2 as 'Cal. 
with reg.' The dose uncertainty was estimated similarly to the 
previous study [10], to be -10% for the measurement, ~3- 
8% for the calculations with/without the regression. For the 
calculation, the uncertainty of the MC calculation was domin- 
ant while the uncertainty in estimating the fitting parameter 
was 1-3%. The uncertainties in this paper correspond to the 
combined standard uncertainty with the coverage factor of 1 . 

Table 1 summarizes the air kerma strengths estimated for 
four tests. The air kerma strengths exhibited as the 'measure- 
ment' are the values measured with the well-type chamber. 
The uncertainty was -3%, mainly by the documented uncer- 
tainty of 2.4% for the calibration of the chamber. The value 
in the parentheses is the ratio of the air kerma strength to that 
of the stronger source in each test. For example, in Test 1 , the 
strength of the source at #2 corresponded to 52% of that of 
the source at #1. This is for the simulation of a treatment 
where the source at #1 has the same strength as that in the 
treatment plan, and the source at #2 lacks strength by 48%. 



Table 1. Air kerma strength obtained by measurement and regression 



Air kerma strength (U) 





position 


Measurement 




Regression 






Test 1 


#1 


0.253 ±0.008 


(52 ± 2%) 


0.291 ±0.003 


(48 


±1%) 




#2 


0.132 ±0.004 




0.140 ±0.003 






Test 2 


#1 


0.090 ± 0.003 


(69 ± 3%) 


0.086 ± 0.002 


(75 


±3%) 




#2 


0.062 ± 0.002 




0.064 ± 0.002 






Test 3 


#1 


0.046 ±0.001 


(80 ±3%) 


0.047 ±0.001 


(86 


±3%) 




#2 


0.036 ±0.001 




0.040 ±0.001 






Test 4 


#1 


0.030 ±0.001 


(96 ±4%) 


0.032 ±0.001 


(96 


±2%) 




#2 


0.029 ±0.001 




0.031 ±0.001 







The air kerma strengths for the 'measurement' are the values measured 
with the well-type chamber, while those for the 'regression' are the values 
of the fitting parameters a, in the equation (1) obtained by the regression. 
The value in the parenthesis is the ratio of air kerma strength to that of the 
stronger source in each test. 
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Table 2. Agreement of dose distribution in the phantom 
between GRD measurement and calculation 
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Fig. 3. Comparison of dose in the phantom between GRD 
measurement and calculation with/without regression for Test 1: (a) 
on the phantom surface, (b) in the phantom at the directions of 
0=0°, and (c) at 0 = 45°. The data are exhibited after being 
multiplied with the square of the phantom center to dosimeter 
distance if) to show the data for large r clearly. 



Table 1 also lists the fitting parameters a t in the equation (1) 
obtained by regression as the air kerma strengths for the 
'regression'. The exhibited uncertainty was that in estimating 
the fitting parameters of -1-3%. The source strength ratio in 
each test agreed between the chamber measurement and the 
regression approximately within the uncertainty. However, 
the regression is not for precise estimation of the source 
strength but that of the dose. 





Range of dose ratio 
Without regression 


(calulation/measurement) 
With regression 


Test 1 


88-162% 


87-117% 


Test 2 


87-152% 


79-121% 


Test 3 


89-137% 


87-124% 


Test 4 


74-109% 


78-111% 



Figure 3 shows the dose distributions by the GRD meas- 
urement and calculation, with/without the regression for Test 
1, (a) on the phantom surface, (b) in the phantom at the direc- 
tions of 0 = 0°, and (c) at 0 = 45°. In order to show the data 
for large r clearly, the data are exhibited after being multi- 
plied by the square of r. In the calculation without the regres- 
sion, both sources were assumed to have the same strength as 
that in the treatment plan, i.e. 0.253 U. In this case, the calcu- 
lation agreed with the measurement within 62%. On the 
other hand, in the calculation with the regression, the lack of 
the source at #2 in the strength was considered, and the 
agreement was within 17%. 

Table 2 lists the agreement of the dose distributions in the 
phantom between the GRD measurement and the MC calcu- 
lation combined with the source strength regression. In four 
tests with the source strength differences of 4-48%, the cal- 
culation without the regression agreed with the GRD meas- 
urement within 26-62%. By conducting the regression, the 
agreement was improved to 17-24%. Also, the resultant 
agreement is comparable with that for single source geom- 
etry, i.e. -25% [10]. These aspects support the validity of 
the presented calculation method and the usefulness of com- 
bining the regression. 

DISCUSSION 

The proposed dosimetry method using the regression 
requires dose monitoring after implantation. This is to be 
carried out by keeping the GRDs on the body surface (in the 
form of clothing, etc.) for some time. By monitoring from 
outside the body, patients can be protected from an increase 
in load. In the present study, the phantom experiments were 
carried out over -24 h. In the treatment for prostate, for 
example, the number of the sources implanted are generally 
80-100. In this case, the necessary irradiation time will be 
much shorter, such as 1 h. However, stable positioning of the 
GRDs is essential and the precision will influence the accur- 
acy of the final estimated dose. 

This study utilized the GRDs in the phantom. They are not 
intended to be used in actual treatments, but only for the ac- 
curacy test in this investigation. In practise, the patient dose 
is supposed to be estimated by the MC calculation, the 
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source strength for which is adjusted by the regression so 
that the calculation will reproduce the dose monitored with 
the GRDs outside the body. 

CONCLUSION 

In summary, the dosimetry determined by the MC calcula- 
tion combined with source strength regression was investi- 
gated with respect to its validity. This was conducted with 
experiments simulating the situation where one of two 
sources lacked strength by 4-48%. As a result, performing 
the regression improved the agreement between the calcu- 
lated and measured doses by up to 24%, which is comparable 
with that for single-source geometry. Combining the regres- 
sion process of the source strength with dose estimation 
based on the MC calculation is useful in realizing an accurate 
dosimetry that reflects the potential difference of the source 
strength from that in the treatment plan. Since the calculation 
used was EGS5 code including the source structure in the 
geometry, the methodology proposed in this study is a poten- 
tial option for a comprehensive dosimetry of brachytherapy 
including ISA and geometry lacking the equilibrium radi- 
ation scatter conditions. 



ACKNOWLEDGEMENTS 

For support in experiments, the authors express their sincere 
appreciation to the Division of Radiology and Nuclear 
Medicine in Sapporo Medical University Hospital, and the 
workshop in Sapporo Medical University (including 
Yoshiyuki Kanazawa). For kind advice about the analysis, 
the authors thank Satoru Endo of Hiroshima University. 

FUNDING 

Part of the present study was supported by a Grant-in- Aid for 
Scientific Research from the Japan Society for the Promotion 
of Science under Grant #21791203, and the grant aid 
program by Sapporo Medical University, 2010. 

REFERENCES 

1 . Rivard MJ, Coursey BM, DeWerd LA et al. Update of AAPM 
Task Group No. 43 Report: A revised AAPM protocol for 
brachytherapy dose calculations. MedPhys 2004;31:633-74. 

2. Nath R, Anderson LL, Luxton G et al. Dosimetry of interstitial 
brachytherapy sources: Recommendation of the AAPM 



Radiation Therapy Committee Task Group No. 43. Med Phys 
1995:22:209-34. 

3. Sadeghi M, Hamed Hosseini S. Study of the IsoAid 
ADVANTAGE™ 125 I brachytherapy source dosimetric para- 
meters using Monte Carlo simulation. Appl Rad hot 
2010;68:211-3. 

4. Jarusevicius L, Inciura A, Juozaityte E et al. Comparison of 
implant quality between loose and intra-operatively linked 
iodine- 125 seeds in prostate cancer brachytherapy. J Rad Res 
2012;53:439-46. 

5. Yayier A, Hayashi K, Yoshimura R. Low-dose-rate interstitial 
brachytherapy preserves good qualityof life in buccal mucosa 
cancer patients. J Rad Res 2012;53:655-9. 

6. Hanada T, Yorozu A, Ohashi T et al. Evaluation of the dosi- 
metric parameters for 125 I brachytherapy determined in prostate 
medium using CT images. J Rad Res 2010;51:553-61. 

7. Nath R, Anderson LL, Meli JA et al. Code of practice 
for brachytherapy physics: report of the AAPM Radiation 
Therapy Committee Task Group No. 56. Med Phys 1997;24: 
1557-98. 

8. Yu Y, Anderson LL, Li Z et al. Permanent prostate seed 
implant brachytherapy: report of the American Association 
of Physicists in Medicine Task Group No. 64. Med Phys 
1999;26:2054-76. 

9. Hubbell JH, Seltzer SM. Tables of X-ray mass attenuation 
coefficients and mass energy-absorption coefficients from 1 
keV to 20 MeV for elements Z=l to 92 and 48 additional sub- 
stances of dosimetric interest: NISTIR 5632 (Version 1.4). 
http://www.nist.gov/pml/data/xraycoef/ (5 June 2013, date last 
accessed). 

10. Tanaka K, Tateoka K, Asanuma O et al. A dosimetry study of 
the Oncoseed 6711 using glass rod dosimeters and EGS5 
Monte Carlo code in a geometry lacking radiation equilibrium 
scatter conditions. Med Phys 20 1 1 ;38:3069-76. 

1 1 . Hiramaya H, Namito Y, Bielajew AF. The Egs5 code system, 
report 2005-8. Tsukuba: High Energy Accelerator Research 
Organization, 2009. 

12. Kennedy RM, Davis SD, Micka JA et al. Experimental and 
Monte Carlo determination of the TG-43 dosimetric para- 
meters for the model 9011 THINSeed brachytherapy source. 
MedPhys 2010;37:1681-8. 

13. Williamson JF, Coursey BM, Dewerd LA et al. On the use of 
apparent activity (A app ) for treatment planning of 125 I and 
103 Pd interstitial brachytherapy sources: recommendations of 
the American Association of Physicists in Medicine radiation 
therapy committee subcommittee on low-energy brachytherapy 
source dosimetry. MedPhys 1999;26:2529-30. 

14. Meigooni AS, Meli J A, Nath R. Interseed effects on dose for 
125 I brachytherapy implants. Med Phys 1992;19:385-90. 

15. Carrier JF, Beaulieu L, Therriault-Proulx F et al. Impact of 
interseed attenuation and tissue composition of permanent 
prostate implants. Med Phys 2006;33:595-604. 



